X-ray Calibration - Target Ag Method Spectrum Chip C11

R R L B B
600 JMN -
500 -

% i [\ ]

2 i i

c 400~ —

) B i

© - (" ]

5300_— ]

O n |

& l ]

2 200}~ -
1000 ‘ &kp .

O: II||III|I|\|\|TT | L L :
O 50 100 150 200 250 300

Pulseheight / Vcal



	Contents
	Page 1


