X-ray Calibration - Target Ag Method Spectrum Chip C8

BRI R I I I I I IR
600/ M -
500 r\ -

)
D - i
*qc‘)'4oo;— —
IS - ;
o 3001 .
®) i |
- - | -
= 2001 ]
100F -
O:|||||||||||‘|\|~||| L :
O 50 100 150 200 250 300 350

Pulseheight / Vcal



	Contents
	Page 1


