X-ray Calibration - Target Sn Method Spectrum Chip CO

350

300

250

number of entries
- N
ol (@)
o o

-
o

50

II|IIII|IIII|III l

’_IIII|IIII|IIII|IIII|IIII|IIII|IIII|II_

50 100 150 200 250 300 350
Pulseheight / Vcal



	Contents
	Page 1


