X-ray Calibration - Target Ag Method Spectrum Chip C7

500

400

300

number of entries

|

|

ﬂ

T b
100 200 300
Pulseheight / Vcal

_h_

O‘—IIII|IIII|IIII|IIII|IIII|IIII

0



	Contents
	Page 1


