X-ray Calibration - Target Ag Method Spectrum Chip C9

600

500

400

w
o
o

|

number of entries

N
o
o

J

o
o

’_IIII|IIII|IIII|IIII|IIII|IIII|III

OO

50 100 150 20() 250 300 350
Pulseheight / Vcal



	Contents
	Page 1


