X-ray Calibration - Target Mo Method Spectrum Chip C1

450

w b
© 01 O
o O O

a1 O
o O

number of entries
- N N W
o1
o
IIII|IIII|IIII|IIII|IIII|IIII|IIII|IIII|IIII|III

L1 ~|\'|‘-~|--.. A NI R
100 150 200
Pulseheight / Vcal

O
ot
o_



	Contents
	Page 1


